In situ observation of the aerosol optical properties is important to the validations of satellite and modeling results; however, the operational measurements can be affected by some objective factors. An experiment study has been performed in order to analyze the error in retrievals of aerosol optical properties from sunphotometer measurements caused by a variety of in situ objective factors. The standard instrument relative error analysis method was used to determine the relative error of aerosol optical depth (AOD) and Ångström exponent (AE) under the effects of five factors: spider web inside the collimator (F1); collimator bending (F2); dust inside the optical head (F3); incrustation scale inside the optical head (F4); and dust and incrustation scale inside the optical head (F5). The results showed that the five factors caused error for AOD retrieved at 1020, 870, 670 and 440 nm, with the maximum error occurring at 870 nm due to the more sensitive measurement signals. The error ranges of AOD derived from the direct solar measurements in the four bands were´0.34%-8.77%,´6.22%-9.68%,´0.05%-2.52%,´0.96%-3.48% and 5.42%-13.38% for F1, F2, F3, F4 and F5, respectively. The maximum error occurred under the influence of F5 with an average error value of 10%, while the minimum occurred owing to F3 with an average error value of 1%. All of the AEs retrieved from the experimental instruments were smaller than that from the reference instrument. The AE error values were 15.19%, 25.57%, 4.56%, 4.41% and 8.83% for F1, F2, F3, F4 and F5, respectively. The average AE retrieval error value was 11.7%.
corrections of the aerosol effect on remote sensing, etc. [36] . Holben [19] and Eck [37] pointed out that the total uncertainty in the aerosol optical depth (AOD) result from calibration uncertainty of V 0 and uncertainty in ozone and Rayleigh optical depth for field measurement is about 0.010 to 0.021 for the instrument with well maintenance and performance. The wavelength dependence of AOD and some basic information on the aerosol size distribution are commonly characterized by the Ångström exponent (AE) [37] . Wagner and Silva [38] calculated the maximum error for Ångström exponent under the conditions of clean and hazy respectively, by assuming some constant errors for AOD measurements at 440 nm and 870 nm. The results showed in low-AOD regimes that small uncertainties on AOD can propagate to large uncertainties in Ångström exponents.
In the present study, a reference instrument and two experimental instruments were used to investigate the objective factors of influence possibly causing error in the retrieval of aerosol optical properties. Relative error analysis was then used to calculate the relative error of aerosol optical depth (AOD) and the Ångström exponent (AE). The relative error of AOD and AE was analyzed for the instruments with good-calibration but abnormal performances caused by the objective factors of spider web inside the collimator, collimator bending, dust inside the optical head, incrustation scale inside the optical head, and dust and incrustation scale inside the optical head. In addition, the Ångström exponent error is verified based on errors for in situ AOD measurements. The progress with respect to past works of the present study is that five more objective impact factors of AOD measurement were analysed. These factors were not be considered previously, and they could obviously affect the ground-based in situ aerosol optical properties observation. The results of this work will be beneficial to us with eliminating the AOD measurements error and decrease its uncertainty caused by these factors in some degree. It also provides a scientific basis for improving the stability of operational instruments and the data reliability, thus helping to guarantee the accuracy of aerosol optical property retrievals.
Data and Analysis Method

Instruments and Measurement Data
The CE318 sunphotometer is a portable autonomous instrument. Its component parts include a robot, optical head, collimator, and control box [30] . The CE318 makes direct spectral solar radiation measurements within a 1.2˝full field of view at about 15 min intervals in eight normal bands (340, 380, 440, 500, 675, 870, 1020 and 1640 nm) and one water vapor band (at 940 nm). The bandwidth of each channel is 10 nm. Measurements at 340, 380, 440, 500, 675, 870, 1020 and 1640 nm are used to calculate AOD, and measurements at 940 nm are used to retrieve columnar water vapor [19] . The aerosol particles in Beijing are typical urban aerosols. The particles mainly come from local emission such as vehicles and fugitive dust and regional transportation such as industry, biomass burning, and coal combustion etc. [39] . Typically, AOD decreases with increasing wavelength for urban pollution aerosols. Aerosol size distribution, refractive index, and single-scattering albedo can be obtained by using sky radiance almucantar measurements and direct sun measurements [40, 41] as well as polarized radiances in the sun principal plane [40] [41] [42] .
Three Cimel sunphotometers were set up on top of the Chinese Academy of Meteorological Sciences (116.317˝E, 39.933˝N, 105 m), including a reference instrument (n˝746) and two experimental instruments (n˝433 and n˝163). The experiment was composed of five groups, each focused on one of five factors: spider webs; collimator bending; dust; incrustation scale; dust and incrustation scale. The experiment information is detailed in Table 1 . Instrument number  n˝163  n˝433  n˝433  n˝433  n˝433  Observation period  2 days  3 days  2 days  2 days  2 days  Raw data  54  120  90  56  63  Valid data  15  49  25  19  11 Atmosphere 2016, 7, 9
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To obtain consistent data for comparison, the data of the two experimental instruments were selected on the basis of the reference instrument data time series. Only data within a minute between the experimental instruments and the reference instrument were used to retrieve AOD and AE and compare the error in optical properties between when the status of the instruments was "affected" (i.e., affected by one of the experimental factors) and when it was "non-affected" (i.e., not affected by any of the experimental factors).
Calibration
Three Cimel sunphotometers were calibrated to make the data more accurate and reliable. The reference instrument (n˝746) is operated within both CARSNET and AERONET, and is calibrated using the PHOTONS calibration facility in Lille (LOA/USTL, France) and the Izaña Observatory (Tenerife, Spain) , by the Langley plot technique following a calibration protocol method established in 2004 [20, 28] . The experimental instruments (n˝433 and n˝163) were calibrated by the Langley plot method and the inter-comparison calibration method at least once a year following the AERONET calibration protocol [28] . During the inter-comparison calibration process, the AOD at 500 nm on the calibration day should be less than 0.20, and with little fluctuation [29] . The Langley plot technique is derived from the Beer-Lambert-Bouguer law:
where V λ and V 0λ are the output voltages of the sunphotometer and the top of the atmosphere, respectively; R´2 is a correction coefficient for the Sun-Earth distance; and m is the optical air masses with corresponding optical depth τ (m can be calculated according to the date, time, latitude and longitude of the location).
Taking the natural log of Equation (1):
When the atmospheric conditions are stable and clear, under the rectangular coordinate system with m as the x-axis and lnV λ as the y-axis, and using a least-squares fit, the linear intercept is ln " V 0λ R´2 ı . The calibration value V 0λ can then be calculated by the intercept. The uncertainty in AOD due to the uncertainty in V 0λ for the reference instruments is better than 0.002-0.005 [19] .
According to the weather conditions, the data of 29 October 2015 were chosen from the calibration of the two experimental instruments (n˝433 and n˝163) and, the calibration curve is shown in Figure 1 . The minimum correlation coefficients of the calibration equation at 870 nm were 0.988 and 0.976 for n˝163 and n˝433, respectively, which met the needs of the experiment.
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Three Cimel sunphotometers were calibrated to make the data more accurate and reliable. The reference instrument (n°746) is operated within both CARSNET and AERONET, and is calibrated using the PHOTONS calibration facility in Lille (LOA/USTL, France) and the Izaña Observatory (Tenerife, Spain) , by the Langley plot technique following a calibration protocol method established in 2004 [20, 28] . The experimental instruments (n°433 and n°163) were calibrated by the Langley plot method and the inter-comparison calibration method at least once a year following the AERONET calibration protocol [28] . During the inter-comparison calibration process, the AOD at 500 nm on the calibration day should be less than 0.20, and with little fluctuation [29] . The Langley plot technique is derived from the Beer-Lambert-Bouguer law:
where and V 0λ are the output voltages of the sunphotometer and the top of the atmosphere, respectively; R −2 is a correction coefficient for the Sun-Earth distance; and m is the optical air masses with corresponding optical depth τ (m can be calculated according to the date, time, latitude and longitude of the location).
When the atmospheric conditions are stable and clear, under the rectangular coordinate system with m as the x-axis and ln V λ as the y-axis, and using a least-squares fit, the linear intercept is ln[V 0λ R −2 ] . The calibration value 0 can then be calculated by the intercept. The uncertainty in AOD due to the uncertainty in 0 for the reference instruments is better than 0.002-0.005 [19] . According to the weather conditions, the data of 29 October 2015 were chosen from the calibration of the two experimental instruments (n°433 and n°163) and, the calibration curve is shown in Figure 1 . The minimum correlation coefficients of the calibration equation at 870 nm were 0.988 and 0.976 for n°163 and n°433, respectively, which met the needs of the experiment. 
Calculation of Aerosol Optical Properties
Aerosol Optical Depth
The extraterrestrial solar radiation is attenuated by particles and molecules in the atmosphere The extraterrestrial solar radiation is attenuated by particles and molecules in the atmosphere through absorption and scattering. According to the Beer-Lambert-Bouguer attenuated law [19] :
where I is the measured irradiance (in arbitrary units), I 0 is a calibration constant; R is the Sun-Earth distance; m r , m o 3 and m a are the respective air masses for molecular scattering, ozone absorption and aerosol extinction with corresponding optical depths of τ r pλq,τ o 3 pλq and τ a pλq; θ is the sun zenith angle; p is actual atmospheric pressure; and p 0 is standard atmospheric pressure. AOD can be calculated using the following formula:
where V pλq is the observation value of the CE318 sunphotometer, V 0 pλq is the calibration coefficient; and m a pθq, m r pθq and m o 3 pθq are calculated according to Equations (5)- (7) 
where e is the solar elevation angle, R (6370 km) is the mean radius of Earth, r is the station height above sea level in km, and h (22 km) is the height of the ozone layer. Rayleigh scattering optical depth is calculated using the following formula [46] :
The optical depth of ozone is calculated using the following formula:
where a o 3 pλq is the absorption coefficient of ozone; o 3 is the quantity of ozone in the atmosphere in Dobson units (ozone content can be obtained from the monthly TOMS satellite climatology data); and m o 3 is the air mass of ozone.
Ångström Exponent
AE can be obtained by the well-known Ångström formula [47, 48] :
where AE (α) is defined as a wavelength exponent, which can be used to reflect the characteristics of particle size. The AE can be calculated by the optical depth at the wavelengths of 440 nm and 870 nm for the Cimel sunphotometer:
α "´l npτ a p440 nmq {τ a p870 nmqq lnp440{870q (11)
Analysis Method
Relative Error Analysis Method of Aerosol Optical Depth
The reference instrument (n˝746) has been running non-effected by non-desirable experimental factors during the experiment period. Taking experimental instrument n˝433 as an example, when the status of the instrument (n˝433) was "non-affected" (i.e., none of the experimental factors is influencing the instrument's operation), the AOD error at 1020 nm, 870 nm, 670 nm and 440 nm between the experimental instrument (n˝433) and the reference instrument (n˝746) was defined as E1:
E1 " pAOD 433´A OD 746 q{AOD 746 (12) where AOD 433 is the AOD for the experimental instrument (n˝433) under the condition of the instrument running well (i.e., its status was "non-affected"), and AOD 746 is the AOD for the reference instrument (n˝746). When the status of the instrument (n˝433) was "affected" (i.e., one of the experimental factors was influencing the instrument's operation), the AOD error at 1020 nm, 870 nm, 670 nm and 440 nm between the experimental instrument (n˝433) and the reference instrument (n˝746) was defined as E2:
E2 " pAOD* 433´A OD 746 q{AOD 746 (13) where AOD* 433 is the AOD for the experimental instrument (n˝433) under the condition of the instrument running poorly (i.e., its status was "affected"), AOD 746 is the AOD for the reference instrument (n˝746). Considering E1 and E2, and excluding their self-generated error, the actual AOD error at 1020 nm, 870 nm, 670 nm and 440 nm caused by the experimental factor was defined as E: E " pAOD* 433´A OD 433 q{AOD 433 (14) Combining Equations (12)- (14) yields a E of
where AOD* 433 is the AOD for the experimental instrument (n˝433) under the condition of the instrument running poorly (i.e., its status was "affected"), and AOD 433 is the AOD for the experimental instrument (n˝433) under the condition of the instrument running well (i.e., its status was "non-affected").
Relative Error Analysis Method of the Ångström Exponent
The AE relative error method was the same as that of AOD but with related definitions as follows:
S1 " pα 433´α746 q{α 746 (16) S2 " pα* 433´α746 q{α 746 (17) S " pα* 433´α433 q{α 433 (18) S " pS2´S1q{pS1`1q (19) Atmosphere 2016, 7, 9
where S1 is the error of AE (α) between the experimental instrument (n˝433) and the reference instrument (n˝746) under the condition of the instrument's status being "non-affected", S2 is the error of α between the experimental instrument (n˝433) and the reference instrument (n˝746) under the condition of the experiment instrument's status being "affected", and S is the actual error of α caused by the experimental factor. Similarly, the actual error of the AOD and α of the experimental instrument (n˝163) caused by the experimental factor could be obtained using the above methods.
Results and Discussion
Error Analysis of Aerosol Optical Depth
To obtain consistent data for comparison, the data of two experimental instruments were selected on the basis of the reference instrument data time series. Only the solar direct irradiance measurements data within a minute between the experimental instruments and the reference instrument were used to retrieve AOD. The calculated AODs are level 1.5 cloud-screened data, which eliminates the effect of clouds, according to the work of Smirnov [49] . CARSNET AOD measurements have the same accuracy as the AERONET/PHOTONS [28] . For the case when the status of all instruments was "non-affected", Figure 2 shows the variation trend of instantaneous AOD on 2 November. Figure 3a shows the daily mean and standard deviations of AOD at 1020 nm, 870 nm, 670 nm and 440 nm derived from the solar direct irradiance measurements of the experimental instrument (n˝163) and the reference instrument In the case of the instruments' status being "non-affected", E1 could be calculated according to Equation (12) . Figure 4 and Table 2 show the E1 between experimental instrument n°163 and the reference instrument (n°746) was approximately 2.9%, 1.33%, −2.47% and −1.44% for 1020, 870, 670 and 440nm, respectively. Meanwhile, the E1 between experimental instrument (n°433) and the reference instrument (n°746) were approximately 3.11%, 1.10%, 0.63% and 0.25% for 1020, 870, 670 and 440 nm, respectively. When compared to n°746, the maximum E1 between n°163 and n°746 occurred at 1020 nm with an error value of 2.9%, while the minimum occurred at 670 nm with an In the case of the instruments' status being "non-affected", E1 could be calculated according to Equation (12) . Figure 4 and Table 2 show the E1 between experimental instrument n˝163 and the reference instrument (n˝746) was approximately 2.9%, 1.33%,´2.47% and´1.44% for 1020, 870, 670 and 440 nm, respectively. Meanwhile, the E1 between experimental instrument (n˝433) and the reference instrument (n˝746) were approximately 3.11%, 1.10%, 0.63% and 0.25% for 1020, 870, 670 and 440 nm, respectively. When compared to n˝746, the maximum E1 between n˝163 and n˝746 occurred at 1020 nm with an error value of 2.9%, while the minimum occurred at 670 nm with an error value of 1.23%. The AOD at 1020, 870, 670 and 440 nm retrieved from n˝433 was larger than that from n˝746, and the error between n˝433 and n˝746 increased with increasing wavelength.
Atmosphere 2016, 7, 9 error value of −1.23%. The AOD at 1020, 870, 670 and 440 nm retrieved from n°433 was larger than that from n°746, and the error between n°433 and n°746 increased with increasing wavelength. Table 2 . Error of the aerosol optical depth (AOD) retrieved at 1020 nm, 870 nm, 670 nm and 440 nm between the experimental instruments and the reference instrument.
In the case of the instruments' status being "affected", i.e., one of the experimental factors was influencing the operation of the instrument, we performed five experiments for each of the five factors in turn (see Table 1 for further details) and, according to Equation (13), calculated the E2.
For convenience of description, we refer to the five factors using abbreviations as follows: spider In the case of the instruments' status being "affected", i.e., one of the experimental factors was influencing the operation of the instrument, we performed five experiments for each of the five factors in turn (see Table 1 for further details) and, according to Equation (13) , calculated the E2.
For convenience of description, we refer to the five factors using abbreviations as follows: spider web inside the collimator (F1); collimator bending (F2); dust inside the optical head (F3); incrustation scale inside the optical head (F4); dust and incrustation scale inside the optical head (F5). Figures 5 and 6 show the variation trend of AOD and the difference in AOD (δ AOD ) under the effects of five factors, respectively. It is clear that objective factors have a significant impact on the retrieval of AOD. The AOD measured by the experiment instrument has about´0.01-0.01,´0.02-0.02,´0.02-0.05, 0.025-0.02, and 0.02-0.05 difference from the results of the reference instrument for F1, F2, F3, F4, F5, respectively (Figure 6a-e) . Some rapid upward fluctuations in AOD differences were probably caused by the Cimel sunphotometer sun tracking problem (Figure 6d ). As shown in Figure 6f , it is clear that AODs measured at 870 nm by the experiment instrument have a biggest difference from the results of the reference instrument for all experiment factors. The average AOD difference that occurred at 870nm is about 0.006, 0.006, 0.012, 0.027, and 0.037 between the reference instrument and experiment instrument for F1, F2, F3, F4 and F5, respectively. Figure 7 and Table 2 show for F1, compared to n˝746, the AOD retrieved at 1020 and 870 nm was larger but smaller at 670 nm and 440 nm. Furthermore, the maximum E2 occurred at 870 nm with an error value of 10.21%, while the minimum occurred at 440 nm with an error value of´1.78%. For F2, the AOD retrieved at 1020 nm and 870 nm was larger, with the same error of about 10.89%, but smaller at 670 nm and 440 nm. The minimum E2 occurred at 670 nm with an error value of´4.67%. For F3, the AOD retrieved at 1020, 870, 670 and 440 nm was larger, the maximum E2 occurred at 1020 nm with an error value of 4.24%, while the minimum E2 occurred at 440 nm with an error value of 0.20%. For F4, the AOD retrieved at 1020, 870 and 670 nm was larger but smaller at 440 nm, the maximum E2 occurred at 870 nm with an error value of 4.62%, while the minimum E2 occurred at 440 nm with an error value of´0.14%. Finally, for F5, the AOD retrieved at 1020, 870, 670 and 440 nm was bigger, the E2 increased with increasing wavelength, the maximum E2 occurred at 1020 nm with an error value of 15.88%, while the minimum E2 occurred at 440 nm with an error value of 5.68%.
In the case of considering E1 and E2, E was calculated according to Equation (15) . Figure 8 and Table 2 show that, for F1, compared to when the instrument was running with a "non-affected" status, the AOD retrieved at 1020 and 870 nm was larger but smaller at 670 nm and 440 nm. Furthermore, the maximum E occurred at 870 nm with an error value of 8.77%, while the minimum E occurred at 440 nm with an error value of´0.34%. For F2, the AOD retrieved at 1020 and 870 nm was larger, but smaller at 670 nm and 440 nm. The maximum E occurred at 870 nm with an error value of 9.68%, while the minimum E occurred at 670 nm with an error value of´5.27%. For F3, the AOD retrieved at 1020, 870 and 670 nm was larger but smaller at 440 nm. The maximum E occurred at 870 nm with an error value of 2.52%, while the minimum E occurred at 440 nm with an error value of´0.05%. For F4, the AOD retrieved at 1020, 670 and 440 nm was smaller but larger at 870 nm. The maximum E occurred at 870 nm with an error value of 3.48%, while the minimum E occurred at 440 nm with an error value of´0.39%. Finally, for F5, the AOD retrieved at 1020, 870, 670 and 440 nm was larger, the error E increased with increasing wavelength, the maximum E occurred at 870 nm with an error value of 13.38%, while the minimum E occurred at 440 nm with an error value of 5.42%.
In conclusion, these five kinds of factors will cause error in the AOD retrieved at 1020, 870, 670 and 440 nm. The average error caused by F1, F2 and F5 is larger than that of F3 and F4. The maximum error occurs for F5 with an average value of 10%, while the minimum error occurs for F3 with an average error value of 1%. Compared with the AOD uncertainty result from calibration uncertainty for field measurement, the uncertainty caused by these objective factors is bigger [37] . Therefore, the error caused by a variety of objective factors in the process of retrievals of aerosol optical properties could not be ignored. Scheduled maintenance of the CE318 sunphotometers is absolutely necessary for improving the accuracy of AOD measurements.
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E2 occurred at 440 nm with an error value of 0.20%. For F4, the AOD retrieved at 1020, 870 and 670 nm was larger but smaller at 440 nm, the maximum E2 occurred at 870 nm with an error value of 4.62%, while the minimum E2 occurred at 440 nm with an error value of −0.14%. Finally, for F5, the AOD retrieved at 1020, 870, 670 and 440 nm was bigger, the E2 increased with increasing wavelength, the maximum E2 occurred at 1020 nm with an error value of 15.88%, while the minimum E2 occurred at 440 nm with an error value of 5.68%. Atmosphere 2016, 7, 9
Figure 6. Simultaneously measured AOD differences between the reference instrument and the experiment instruments under the effects of five factors: (a) spider web inside the collimator, (b) collimator bending, (c) dust inside the optical head, (d) incrustation scale inside the optical head, and (e) dust and incrustation scale inside the optical head and (f) the averaged AOD differences under the effects of five factors.
In the case of considering E1 and E2, E was calculated according to Equation (15) . Figure 8 and Table 2 show that, for F1, compared to when the instrument was running with a "non-affected" status, the AOD retrieved at 1020 and 870 nm was larger but smaller at 670 nm and 440 nm. Furthermore, the maximum E occurred at 870 nm with an error value of 8.77%, while the minimum E occurred at 440 nm with an error value of −0.34%. For F2, the AOD retrieved at 1020 and 870 nm was larger, but smaller at 670 nm and 440 nm. The maximum E occurred at 870 nm with an error value of 9.68%, while the minimum E occurred at 670 nm with an error value of −5.27%. For F3, the AOD retrieved at 1020, 870 and 670 nm was larger but smaller at 440 nm. The maximum E occurred at 870 nm with an error value of 2.52%, while the minimum E occurred at 440 nm with an error value and (e) dust and incrustation scale inside the optical head and (f) the averaged AOD differences under the effects of five factors.
Atmosphere 2016, 7, 9 11 larger, the error E increased with increasing wavelength, the maximum E occurred at 870 nm with an error value of 13.38%, while the minimum E occurred at 440 nm with an error value of 5.42%. In conclusion, these five kinds of factors will cause error in the AOD retrieved at 1020, 870, 670 and 440 nm. The average error caused by F1, F2 and F5 is larger than that of F3 and F4. The maximum error occurs for F5 with an average value of 10%, while the minimum error occurs for F3 with an average error value of 1%. Compared with the AOD uncertainty result from calibration uncertainty for field measurement, the uncertainty caused by these objective factors is bigger [37] . Therefore, the error caused by a variety of objective factors in the process of retrievals of aerosol optical properties could not be ignored. Scheduled maintenance of the CE318 sunphotometers is absolutely necessary for improving the accuracy of AOD measurements.
Error Analysis of Ångströ m Exponent
According to Equations (16)- (19), we calculated S1, S2 and S. Figure 9 show the variation trend of AE and the difference in AE (δAE) under the effects of five factors. As shown in Figure 9 , the AOD retrieval error caused by objective factors will bring some errors to the AE. The AE measured by the Atmosphere 2016, 7, 9 11 larger, the error E increased with increasing wavelength, the maximum E occurred at 870 nm with an error value of 13.38%, while the minimum E occurred at 440 nm with an error value of 5.42%. In conclusion, these five kinds of factors will cause error in the AOD retrieved at 1020, 870, 670 and 440 nm. The average error caused by F1, F2 and F5 is larger than that of F3 and F4. The maximum error occurs for F5 with an average value of 10%, while the minimum error occurs for F3 with an average error value of 1%. Compared with the AOD uncertainty result from calibration uncertainty for field measurement, the uncertainty caused by these objective factors is bigger [37] . Therefore, the error caused by a variety of objective factors in the process of retrievals of aerosol optical properties could not be ignored. Scheduled maintenance of the CE318 sunphotometers is absolutely necessary for improving the accuracy of AOD measurements.
According to Equations (16)- (19), we calculated S1, S2 and S. Figure 9 show the variation trend of AE and the difference in AE (δAE) under the effects of five factors. As shown in Figure 9 , the AOD retrieval error caused by objective factors will bring some errors to the AE. The AE measured by the 
Error Analysis of Ångström Exponent
According to Equations (16)- (19), we calculated S1, S2 and S. Figure 9 show the variation trend of AE and the difference in AE (δ AE ) under the effects of five factors. As shown in Figure 9 , the AOD retrieval error caused by objective factors will bring some errors to the AE. The AE measured by the experiment instrument has about´0.25-´0.10,´0.50-´0.09,´0.20-0,´0.33-´0.01, and´0.20-´0.05 difference from the results of the reference instrument for F1, F2, F3, F4, F5, respectively ( Figure 9 ). For the case of all instruments running well, i.e., with a "non-affected" status, Figure 10 and Table 3 show that the AE retrieved from the two experimental instruments was smaller than that from the reference instrument (n˝746). The S1 between experimental instrument n˝163 and the reference instrument (n˝746) was approximately´2.62%, while that between experimental instrument n˝433 and the reference instrument (n˝746) was about´0.80%. When the five factors were influencing the experimental instruments, the AE retrieved was smaller than that from the reference instrument. Furthermore, the maximum S2 occurred for F2 with an error value of 26.17%, while the minimum occurred for F4 with an error value of 5.18%. Finally, when considering S1 and S2, the AE retrieved from the two experimental instruments was smaller than that from the reference instrument. The actual maximum S occurred for F2 with an error value of 25.57%. This is expected as in low-AOD regimes small uncertainties on τ can propagate to large uncertainties on AE [38] . The minimum occurred for F4 with an error value of 4.41%.
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For the case of all instruments running well, i.e., with a "non-affected" status, Figure 10 and Table 3 show that the AE retrieved from the two experimental instruments was smaller than that from the reference instrument (n°746). The S1 between experimental instrument n°163 and the reference instrument (n°746) was approximately −2.62%, while that between experimental instrument n°433 and the reference instrument (n°746) was about −0.80%. When the five factors were influencing the experimental instruments, the AE retrieved was smaller than that from the reference instrument. Furthermore, the maximum S2 occurred for F2 with an error value of 26.17%, while the minimum occurred for F4 with an error value of 5.18%. Finally, when considering S1 and S2, the AE retrieved from the two experimental instruments was smaller than that from the reference instrument. The actual maximum S occurred for F2 with an error value of 25.57%. This is expected as in low-AOD regimes small uncertainties on τ can propagate to large uncertainties on AE [38] . The minimum occurred for F4 with an error value of 4.41%. 
Conclusions
This study applied the relative error analysis method to analyze the relative error of AOD and AE under the effect of five factors: spider web inside the collimator (F1); collimator bending (F2); dust inside the optical head (F3); incrustation scale inside the optical head (F4); dust and incrustation scale inside the optical head (F5). The main conclusions can be summarized as follows: the five factors caused error for AOD retrieved at 1020, 870, 670 and 440 nm, with the maximum occurring at 870 nm. The ranges of AOD retrieval error were´0.34%-8.77%,´6.22%-9.68%,´0.05%-2.52%,´0.96%-3.48% and 5.42%-13.38% for F1, F2, F3, F4 and F5, respectively. The maximum error was caused by F5 with an average error value of 10%, while the minimum error was caused by F3 with an average error value of 1%.
The five factors also caused error for AE retrieval. The AOD distribution has important influence on Ångström exponent distribution. All of the AEs retrieved from the experimental instruments were smaller than that from the reference instrument. The AE error values were 15.19%, 25.57%, 4.56%, 4.41% and 8.83% for F1, F2, F3, F4 and F5, respectively. The average AE retrieval error value was 11.7%, with the actual maximum error caused by F2 and the minimum by F4.
This study shows that these objective factors can bring errors to the AOD retrieval at different wavelengths. The error caused by a variety of objective factors in the process of retrievals of aerosol optical properties could not be ignored. Scheduled maintenance of the CE318 sunphotometers is absolutely necessary for improving the accuracy of AOD measurements. However, the mechanism of how these objective factors affect the solar direct irradiance measurements still needs to be studied.
